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the technical specifications of Ibveiopaent 
, which is to be carried out in 19 c i hv the Octants rr 
for Device Construction (WTBG) (NTB-3) of SAG Kahel * 


Technical specifications concerning an in s tallation for the. — 52 S5S12: 
inveotigat.ion of nanometers - 


Purpose s 


The installation is to servo the purpose of testing n&n*»«etera 
at variable pressure from zero to 100 kilograms per square 
centimeter with a frequency of zero to 20 revolutions fee 
ninute * 


Technical conditions* 

1. The installs tic-n is to work on rotary current with 380/220 ; 
volte and 50 cycles per minute* 

2 „ Tne installation must bo able to produce periodic^ resstire 
continuall” variable in any range from zero to 100 kilograms 
per square centimeter and an; frequency from zero to 20 cycles 
per minute - 

J„ The installation is to have an additive counter (Ouauaenaaehier; 
for the number of impulses, 

A. The installation is to be provided with a set of connecting 
cylinders 2 / with interior diameters from 20 x 1.5 to 
20-9 x 14 (sic) so that control manometers con be connect®*!. 

It is also to be provided with a connecting cylinder 2 / 
with outside thread 12 x 1 for joining the nanometers to bo 
tasted, 

r. mo following dimensions of the installation are desired: 

4-00 x 300 x 150 millimeters, 

2, The specifications were signed by Engineer Slxunetov (fnu) , Engineer 
Ued ycU 4 fnu) and approved \>y Engineer Binyak {Uvaj<. 
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SECRET 


- 2 


25X1A 



25X1 A if sped float ions v;erc originally drawn 

up in the Russian language and then 
translated into German* The German transla- 
tion is had and equivocal. Accuracy of the 
English translation {riven here can therefore 
not be guaranteed* 

25X1 A 2 / Comment » The text word for connecting pipe is 

"tVbergangsstiitsen" in one place and 
^Uehergangostutzen (Rohransats ) H In 
anothor-i 
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